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Abstract
Purpose: Stroke-related changes in foot structure and function affect balance and mobility and quantifying foot
function following stroke could offer clinically useful information to inform rehabilitation. The aim of this work was
to explore the feasibility of undertaking plantar pressure assessment during barefoot walking in people with stroke,
and evaluate the repeatability of the assessment protocol and regional footprint analysis as a measure of dynamic
foot characteristics.
Materials & methods: Plantar pressure analysis was undertaken using a pressure platform (Tekscan HR Mat) on two
test sessions, approximately two weeks apart (mean = 15.64 ± 11.64 days). Peak plantar pressure (kPa) and contact
area (cm2) for foot regions were extracted and repeatability analysis undertaken. Descriptive evaluation of field
notes and experiences of the participants was undertaken to inform the feasibility of the data collection protocol.
Results: Twenty-one participants (61.8 ± 9.2 years; 11 male, 10 female; 8 right-sided, 13 left-sided stroke) were
recruited and 18 returned for retesting. Full data capture was achieved from 14 participants. Peak pressure and
contact area demonstrated moderate to good repeatability for at the toes (ICC 0.76 and 0.58 respectively) and
good to excellent repeatability for the other foot regions (ICC ≥ 0.82).
Conclusion: The protocol adopted in this study was feasible and yielded good to excellent repeatability for the
foot regions, except the toes. The challenges with data collection in our study cohort could help inform future
studies adopting similar protocols. This work also has relevance for use of pressure technology in clinical practice
for assessing and monitoring foot function following stroke.
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Background
Stroke is a heterogenous disease [1] characterised by
neurological deficit of cerebrovascular origin that persists
beyond 24 h [2]. Stroke is the third leading cause of dis-
ability [3] and a wide range of impairments affecting body
systems are known to occur. Complex neuromusculoske-
letal factors such as muscle weakness [3], reduced joint
range of motion [4], altered muscle tone [3, 5], altered foot
biomechanics [6], sensory and proprioceptive deficits [3,
7, 8], movement stiffness [9] and foot problems [7, 9, 10]
are commonly reported and can have considerable impact
on balance, mobility and physical function. Coupled with
this, localised issues affecting skin integrity such as
chronic oedema, ulcer formation, hyperkeratosis, skin at-
rophy and foot deformity are also reported [7, 11]. Recent
attempts to characterise the foot in stroke survivors
reported asymmetrical foot-type(s), with both supinated
(16%) and pronated (13%) foot-types observed [12]. This
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work reported no significant relationship between foot ab-
normalities and spasticity or weakness but changes in foot
types were reported to be more frequent in those whose
mobility was limited to indoor walking (p = 0.01), as op-
posed to community ambulation, with asymmetrical foot
type more likely in household walkers (p = 0.003–0.038,
odds ratio = 0.06–1.16). These findings illustrate a poten-
tial link between foot-specific changes and overall mobility
following stroke. Despite this existing work, the impact of
stroke on the foot and ankle remains poorly understood
and dynamic function difficult to measure.
Plantar pressure assessment is a quantitative approach
to evaluate plantar loading as an indicator of biomech-
anical function of the foot [13]. As with many assess-
ment tools, feasible and repeatable protocols that can be
implemented in clinical practice are essential to collect
robust data to inform clinical decision making. Plantar
pressure assessment has advanced understanding of the
foot in healthy older populations [14–16], in people with
diabetes [17, 18] and rheumatoid arthritis [19, 20]. Earl-
ier work with a neurological population [21] evaluated
dynamic plantar pressures in people with spastic and
non-spastic hemiparesis of mixed aetiology. This study
reported lower peak pressures under the foot regions
and discussed the effects of spasticity on loading charac-
teristics. Similarly, work looking at foot loading patterns
in stroke participants reported differences in foot load-
ing characteristics across plantar regions [22], although
deficits were reported to reflect differences in walking
speed. Recent work by Forghany et al [23] reported dif-
ferences in plantar pressure distribution in the affected
feet of stroke participants and reported that abnormal
plantar pressures contributed to limited functional mo-
bility. Based upon this existing work, there are clear ben-
efits to plantar pressure assessment in clinical practice
but reasons for the changes in foot loading characteris-
tics are yet to be fully elucidated.
Inconsistencies with data reporting and choice of
variables in plantar pressure studies have underpinned
concerns about measurement protocols for pressure as-
sessment in clinical populations, with calls to standardise
data collection protocols [13, 24]. Plantar pressure meas-
urement for clinical and research purposes requires ad-
herence to gait protocols, but these can be difficult to
implement when working with neurological populations.
Impairments associated with stroke such as reduced
muscle strength, impaired balance, gait changes, and
cognitive impairment all impact on walking and make
adherence to protocols challenging. Given the paucity of
work in this field, and our limited understanding of the
biomechanical profile of foot and ankle function follow-
ing stroke, further work is needed to define suitable
clinical assessment protocols for evaluating the foot.
Establishing the repeatability of plantar pressure
assessment in this population will help better define as-
sessment measures and help inform whether plantar
pressure assessment is an appropriate clinical tool for
use in clinical assessment. The aim of this work was to
explore the feasibility of undertaking plantar pressure as-
sessment during barefoot walking in people with stroke
and evaluate the repeatability of the assessment protocol
and regional footprint analysis as a measure of dynamic
foot characteristics.
Methods
Ethical approval was granted by the host institution
Research Ethics Committee and NHS Research Ethics
Committee (13/SW/0302).
Study design
A test retest study design was conducted with a group of
stroke participants who were tested on two separate oc-
casions approximately 2 weeks apart. Feasibility of data
collection methods (the protocol) were determined
through observation and evaluation of experimental is-
sues experienced during the testing procedure. This in-
cluded the time taken to complete testing, the number
of walk trials required to gain three complete datasets,
and anecdotal patient and researcher field-notes of ex-
perimental issues and difficulties in completing foot
loading trials. Test-retest repeatability for peak plantar
pressure and contact area across four plantar foot
regions was undertaken.
Participants
Twenty-one people who had a stroke were recruited
from local stroke groups. All participants were deemed
to have mental capacity and provided informed consent.
The capacity of participants was determined in line with
the key principles of the Mental Capacity Act [25]. Par-
ticipants were recruited if they were ≥ 3 months post
stroke, able to walk 10m independently with or without
a walking aid, had no other co-existing neurological
condition such as Parkinson’s disease or any pathology
affecting foot structure.
Data collection
All testing was conducted in the Human Movement La-
boratory at the host institution. All data was collected by
one researcher who had greater than 3 years’ experience
of working within the clinical setting with people with
neurological deficits. Participants were asked by the
researcher to self-report their typical walking ability
adapted from the Functional Ambulatory Categories
(FAC) [26]. The testing procedures were then explained
and prior to data capture, all participants were asked to
remove their socks and shoes and the system was cali-
brated for each individual using the ‘step’ calibration in
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accordance with the manufacturer’s protocol [27]. This
required the participants to step onto the mat, during
which time the sensors were calibrated to body weight.
After piloting both a two-step and a mid-gait protocol,
the two-step protocol [28] was chosen for data collec-
tion. This was considered more appropriate for those
with mobility difficulties. The two-step method is re-
ported as being as reliable as the mid-gait method and
requires less trials [28, 29]. This approach has been used
in both research and clinical settings [28, 30] and
readers are referred to these studies for an overview of
the different gait protocols.
Each participant was asked to walk across the mat at a
self-selected comfortable walking speed. Three walking
trials were planned to be recorded for each participant.
A complete foot fall onto the mat was required for each
walking trial. A short rest period between each trial was
offered and those susceptible to fatigue were allowed to
sit and rest as appropriate. Data was collected from the
most affected side of the stroke participants. Data was
collected on two test sessions, for the stroke group, ap-
proximately 2 weeks apart (mean = 15.64 ± 11.64 days).
Testing was conducted over the summer months and
this resulted in delay with organizing repeat test sessions
because of pre-arranged participant vacation plans.
Instrumentation
Plantar pressures were recorded during level walking
using a high-resolution plantar pressure mat (TekScan™
South Boston, USA) (v6.7x). The system had a sensor
spatial resolution of 4 sensels™/cm2, a sensor area of
0.48 × 0.51 m and a total number of 8448 sensors. Data
was sampled at 50 Hz.
Geometric regional analysis of the plantar footprint
was used to divide the foot into regions of interest. Four
regions of interest were identified: the rear-foot (RF),
mid-foot (MF), forefoot (FF), and toes (representing the
hallux and lesser toes). Regions were derived from the
total foot length (posterior mid-heel to distal point of
second metatarsal head) with the foot divided into three
plantar regions which were equal thirds of the total
length. The toes were masked separately based on their
area. The mean value of the three trials for the following
two variables were extracted for analysis: [1] peak plan-
tar pressure (kPa) - defined as maximal pressure re-
corded during stance through one region of the foot [2];
contact area (cm2) - defined as the total area in contact
with the mat during stance within a specific foot region.
One person (AR) undertook all masking of the data in
line with the pre-specified protocol.
Data analyses
A descriptive approach to the feasibility of the protocol
was undertaken based on researcher field notes and
participant feedback of the experimental procedure; the
data was reported in narrative form. All plantar pressure
data was extracted and managed using Microsoft® Excel
and analysed using SPSS (version 22.0). Prior to analysis,
the data was determined to be normally distributed, using
the Shapiro-Wilks test for normality. Demographics were
reported using mean and standard deviation and counts.
Test-retest repeatability for peak plantar pressure and
contact area was explored on the most affected side in
four plantar foot regions using intra class correlation coef-
ficients (ICCs), model [1, 3]. ICCs were reported as poor
(ICC < 0.5), moderate (ICC 0.5 to 0.75), good (> 0.75) or
excellent (ICC > 0.90) [31]. Standard error of the measure-
ment (SEM), mean difference, limits of agreement and
Bland Altman plots were evaluated as these are deemed
appropriate for test-retest analysis [31, 32].
Results
Complete data was collected on 14 of the 21 recruited
participants. Demographics for those recruited and those
with complete data are provided in Table 1. All partici-
pants were independently walking over 10m (with or
without use of and aid). Five used walking sticks indoors.
No one used orthotics during the experimental procedure.
Using the Functional Ambulation Category (FAC), 21%
were rated as FAC 4 (independent ambulatory - level sur-
faces only); and 79% as FAC 5 (independent ambulatory).
To obtain three complete footfalls for analysis, the partici-
pants typically required seven walking trials with an aver-
age of 15 ± 5 (range 7–32) foot contacts on the mat.
Incomplete data collection from seven participants
(33%) occurred due to challenges with footfall onto the
pressure-platform, with two participants demonstrating
overlapping foot loads during one data collection event,
meaning data could not be extracted. Five had no retest
Table 1 Demographics of the participants (mean ± standard
deviation is indicated)
All Stroke
participants
(n = 21)
Stroke participants (used in
data analysis) (n = 14)
Mean age (SD) (years) 61.8 (9.2) 60.8 (9.2)
Mean weight (SD) (Kg) 78.6 (14.2) 77.7 (13.3)
Height (SD) (m) 1.66 (0.11) 1.67 (0.13)
Gender 11 males; 10
females
8 males; 6 females
Time since stroke (SD)
(months)
67.5 (56.3) 60.1 (56.1)
Side affected by stroke/
non dominant side
8 right; 13 left 8 right; 6 left
Foot length (SD) (cm) N/A Least affected 20.15 (1.13)
Most affected 19.75 (1.11)
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data; three did not attend for follow up testing and two
had difficulty with appropriate foot placement on the mat.
Data collection sessions required up to 15 min. De-
tailed, and repeated, verbal instructions about the
testing procedure were necessary. Securing the re-
quired three footfalls directly on the pressure plat-
form was an ongoing challenge and one participant
struggled to ambulate over the mat without shoes,
possibly due to the loss of shoe support around the
foot. Fatigue and the requirement to rest between tri-
als was also an important consideration during data
collection. Repeat trials were necessary to secure a
complete foot fall in 50% of the participants. Partici-
pants did not raise any concerns with the length of
the data collection session. As expected, those who
required a high number of gait trials became more fa-
tigued and they reported finding the session easier on
the second visit. The data collection process required
that individual foot masks for each trial were created
increasing data extraction time frames (taking ap-
proximately 15 min to complete).
Table 2 details the data for test-retest repeatability.
Peak pressure (PP) and contact area (CA) demonstrated
good to excellent repeatability in the four-region model
for foot regions (ICC ≥ 0.82), except for the toes. The RF
and MF regions demonstrated the highest repeatability
(ICC 0.96 and 0.89 respectively) for peak pressures and
the toe region the lowest for peak pressure and contact
area (ICC 0.76 and 0.58 respectively). Whilst these re-
sults are encouraging, confidence intervals for most ICCs
were large. Figures 1a - 1e and 2a - 2e show Bland Altman
plots; whilst outliers are observable on the plots, the ma-
jority of the data points demonstrate an even spread
around and along the mean, indicating good reliability.
Discussion
The aim of this work was to explore the feasibility of
undertaking plantar pressure assessment during barefoot
walking in people with stroke and evaluate the repeat-
ability of the assessment protocol and regional footprint
analysis. The findings demonstrated that the four-region
mask was feasible to implement in this sample and
yielded data with moderate to excellent repeatability.
This work has also identified some of the challenges
with collecting plantar pressure data in stroke
participants.
Given the challenges of capturing robust gait data in
neurological populations, we evaluated the feasibility of
plantar pressure assessment in people with stroke. Data
from seven participants was lost during the study due to
difficulties with the data collection process, which af-
fected foot loading on the pressure plate and meant re-
test data was not practicable to collect and/or
mobilisation was not achieved over the mat. In our par-
ticipants, there did not appear to be any association be-
tween mobility status and the ability to capture data.
Further, we did not encounter any safety issues (such as
instability on the mat) during our data collection.
Step protocols are an important consideration in plan-
tar pressure research [13, 24]. The two-step protocol in
this study was found to be acceptable for these partici-
pants with varying mobility (with or without aid) and fa-
tigue levels. Our approach helped ensure that adequate
foot loading was achieved for data extraction for most of
our participants, with fewer instances of multiple partial
foot loads which we encountered during preliminary tri-
als with the mid-gait protocol. We used three trials for
each participant and, whilst several repeat footfalls were
required to collect this number, on average 15, our
Table 2 Test-retest repeatability for peak pressure and contact area in stroke participants
Test 1 Mean (SD) Test 2 Mean (SD) Test Mean (SD) Mean Difference ICC (95% CI) SEM
Peak Pressure (kPa)
RF 253.07 (112.61) 261.07 (122.26) 257.07 (115.07) −8.00 0.96 (0.89–0.99) 23.01
MF 111.57 (64.94) 111.35 (53.25) 111.46 (58.27) 0.21 0.89 (0.64–0.96) 19.33
FF 318.21 (238.04) 345.50 (1185.13) 331.86 (209.71) −27.29 0.82 (0.44–0.94) 88.97
Toes 281.71 (143.98) 323.00 (169.55) 302.36 (155.77) −41.29 0.76 (0.29–0.92) 76.31
Foot Peak Pressure 318.21 (238.04) 345.50 (1185.13) 331.86 (209.71) −27.29 0.82 (0.44–0.94) 88.97
Contact Area (cm2)
RF 33.20 (3.50) 33.81 (4.43) 33.51 (3.93) −0.62 0.91(0.72–0.97) 1.18
MF 27.41 (10.18) 43.51 (11.84) 28.10 (10.86) −1.40 0.98 (0.91–0.99) 1.54
FF 47.26 (6.25) 45.20 (5.62) 46.23 (4.43) 2.06 0.86 (0.56–0.96) 1.66
Toes 15.08 (5.46) 14.29 (5.17) 14.68 (5.23) 0.79 0.58 (−0.37–0.87) 3.39
Foot Contact Area 123.02 (17.36) 122.75 (16.72) 122.89 (16.72) 0.27 0.95 (0.85–0.98) 3.74
RF rear foot, MF Midfoot, FF forefoot, SD standard deviation, SEM standard error of measurement
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Fig. 1 a-e Bland-Altman plots demonstrating agreement for peak
pressure on two test occasions
Fig. 2 a-e Bland-Altman plots demonstrating agreement for contact
area on two test occasions
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approach helped ensure that adequate foot loading was
achieved for data extraction for two thirds of our stroke
participants. It required up to 15min for data capture
which may be practical in a research context but may
not transfer well to clinical settings.
Previous authors have commented that developing
participants’ confidence with walking across the pressure
mat is important [33]. We also found this to be the case,
with greater explanation of the testing procedure re-
quired for the participants. This has implications, both
with regard to training of testers (or clinicians), and test-
ing time. Repeat trials were required and this has poten-
tial implications given the problems with fatigue that
are commonly experienced by stroke survivors [34].
Whilst not standardised in this study, protocols need
to allow rest periods to ameliorate the effects of
fatigue.
Test-retest repeatability of plantar pressure assessment
in our participants was good to excellent for the four
plantar foot regions (ICC ≥ 0.76) for peak pressures and
moderate to good for contact area (ICC ≥ 0.58). Whilst
the ICC values are promising, our sample was small and
the 95% confidence intervals were broad, thus introdu-
cing some caution with this interpretation. These data
suggest that pressure assessment is repeatable, which
provides some support for the role of pressure assess-
ment to advance understanding of foot biomechanics in
people with stroke. To date, we are not aware of any
studies which have reported repeatability of pressure
data in stroke participants and therefore, further com-
parison is restricted to healthy older adults. Our findings
were broadly in agreement with previous work in an eld-
erly population [35]. This study used a 7-region foot
model and, despite this difference, mean reported re-
peatability coefficients for the heel (ICC 0.87, 0.83–0.95),
mid-foot (ICC 0.95, 0.45–0.84) were similar to the data
reported in this study. Despite differences in the pres-
sure measurement system, our results support the opin-
ion of Gurney et al. [36] that areas of lower loading,
such as the toe region, represent less reliable foot
sections.
It is important for clinicians and researchers to con-
sider the regions of interest and whether these can be
captured. The toes and mid-foot were determined to
be less repeatable foot regions in our study. Further
consideration of these regions is important due to the
changes in foot structure [12] and increased incidence
of lesser toe deformity (i.e. clawing of the lesser toes
and hitch-hikers toe) [11, 37]. This has been shown
to predict risk of ulceration in people with diabetes
[18], and thus may also be of relevance to stroke sur-
vivors. Given our findings, further consideration of
the potential benefits of in-shoe pressure assessment
is warranted.
The results of this study should be considered within
the context of the study limitations. Due to the complex-
ities of the sequelae following stroke, we were not able
to control for all anthropometric, medical and biomech-
anical variables which may have impacted on the pres-
sure data collected in this study such as walking speed,
and stride length.
Conclusion
Our plantar pressure assessment protocol was deter-
mined to be feasible and yielded repeatable plantar pres-
sure data for the foot regions (except the toes) in our
sample of stroke participants; we were able to collect
completed data in 67% of our participants. Collection of
plantar pressure data is not without challenges and is-
sues with step protocol and complete foot fall on the
pressure platform were identified in this study. Use of
the four-region foot mask yielded data with good to ex-
cellent repeatability for RF, MF and FF regions for both
contact area and peak pressure. The protocol may hold
relevance for clinical practice as the clinical assessment
of the foot in stroke survivors is an important compo-
nent of stroke rehabilitation.
Acknowledgements
Not applicable.
Authors’ contributions
MC, JF, SM, JP, JM sought funding for the work. AR, SM, MC conceived the
study. Recruitment, data collection and analysis were undertaken by AR. All
authors contributed to the manuscript, provided critical feedback, and
reviewed and approved the final submission.
Funding
This work was supported by funding from The Dr. William M Scholl Unit of
Podiatric Development.
Availability of data and materials
The datasets used and/or analysed during the current study are available
from the first author on reasonable request.
Ethics approval and consent to participate
All procedures performed in this work were in accordance with the ethical
standards of the institutional research committee. Informed consent was
obtained from all individual participants included in the study.
Consent for publication
All participants consented to their data being used in publication.
Competing interests
SM is an Associate Editor of the Journal of Foot and Ankle Research. It is
journal policy that editors are removed from the peer review and editorial
decision-making process for the papers that they have co-authored. All other
authors declare no conflict of interest.
Author details
1School of Health and Rehabilitation Sciences, Keele University, Keele, UK.
2School of Health Sciences, University of Brighton, Darley Road, Eastbourne
BN20 7UR, UK. 3School of Health Professions, University of Plymouth,
Plymouth, UK. 4School of Allied Health Professions, University of the West of
England, Bristol, UK.
Rogers et al. Journal of Foot and Ankle Research           (2020) 13:39 Page 6 of 7
Received: 27 March 2020 Accepted: 16 June 2020
References
1. Sacco RL, Kasner SE, Broderick JP, Caplan LR, Connors JJ, Culebras A, et al.
An updated definition of stroke for the 21st century: a statement for
healthcare professionals from the American heart association/American
stroke association. Stroke. 2013;44(7):2064–89.
2. World Health Organisation. About cardiovascular diseases [Internet]. [cited
2020 May 15]. Available from: https://www.who.int/cardiovascular_diseases/
about_cvd/en/.
3. Lin PY, Yang YR, Cheng SJ, Wang RY. The relation between ankle
impairments and gait velocity and symmetry in people with stroke.
Aegerter CM, editor. Arch Phys Med Rehabil [Internet]. 2006 ;87(4):562–8.
Available from: https://www.curve.carleton.ca/system/files/theses/27704.pdf
[cited 2020 15 May].
4. Lamontagne A, Malouin F, Richards CL, Dumas F. Mechanisms of disturbed
motor control in ankle weakness during gait after stroke. Gait Posture. 2002;
15(3):244–55.
5. Lamontagne A, Malouin F, Richards CL. Locomotor-specific measure of
spasticity of plantarflexor muscles after stroke. Arch Phys Med Rehabil. 2001;
82(12):1696–704.
6. Forghany S, Nester C, Tyson S, Preece S, Jones R. Plantar pressure
distribution in people with stroke and association with functional mobility. J
Rehabil Sci Res. 2019;6(2):80–5.
7. Bowen C, Ashburn A, Cole M, Donovan-Hall M, Burnett M, Robison J, et al. A
survey exploring self-reported indoor and outdoor footwear habits, foot
problems and fall status in people with stroke and Parkinson’s. J Foot Ankle
Res. 2016;22(1):9.
8. Gorst T, Rogers A, Morrison SC, Cramp M, Paton J, Freeman J, et al. The
prevalence, distribution, and functional importance of lower limb
somatosensory impairments in chronic stroke survivors: a cross sectional
observational study. Disabil Rehabil. 2019;41(20):2443–50.
9. Gorst T, Lyddon A, Marsden J, Paton J, Morrison SC, Cramp M, et al. Foot
and ankle impairments affect balance and mobility in stroke (FAiMiS): the
views and experiences of people with stroke. Disabil Rehabil. 2016;38(6):
589–96.
10. Donovan-Hall M, Robison J, Cole M, Ashburn A, Bowen C, Burnett M, et al.
The trouble with footwear following stroke: a qualitative study of the views
and experience of people with stroke. Disabil Rehabil. 2018:9.
11. Laurent G, Valentini F, Loiseau K, Hennebelle D, Robain G. Claw toes in
hemiplegic patients after stroke. Ann Phys Rehabil Med. 2010;53(2):77–85.
12. Forghany S, Tyson S, Nester C, Preece S, Jones R. Foot posture after stroke:
frequency, nature and clinical significance. Clin Rehabil. 2011 Nov;25(11):
1050–5.
13. Giacomozzi C. Potentialities and criticalities of plantar pressure
measurements in the study of foot biomechanics: devices, methodologies
and applications. In: Biomechanics in Applications. InTech; 2011.
14. Menz HB, Morris ME. Clinical determinants of plantar forces and pressures
during walking in older people. Gait Posture. 2006;24(2):229–36.
15. Mickle KJ, Munro BJ, Lord SR, Menz HB, Steele JR. Foot pain, plantar
pressures, and falls in older people: a prospective study. J Am Geriatr Soc.
2010;58(10):1936–40.
16. Spink MJ, Fotoohabadi MR, Menz HB. Foot and ankle strength assessment
using hand-held dynamometry: reliability and age-related differences.
Gerontology. 2010;56(6):525–32.
17. Fernando ME, Crowther RG, Pappas E, Lazzarini PA, Cunningham M, Sangla
KS, et al. Plantar pressure in diabetic peripheral neuropathy patients with
active foot ulceration, previous ulceration and no history of ulceration: a
meta-analysis of observational studies. PLoS One. 2014;10(6):9.
18. Barn R, Waaijman R, Nollet F, Woodburn J, Bus SA. Predictors of barefoot
plantar pressure during walking in patients with diabetes, peripheral
neuropathy and a history of ulceration. PLoS One. 2015;3(2):10.
19. Stewart S, Carroll M, Brenton-Rule A, Keys M, Bell L, Dalbeth N, et al. Region-
specific foot pain and plantar pressure in people with rheumatoid arthritis: a
cross-sectional study. Clin Biomech. 2018;55:14–7.
20. van der Leeden M, Steultjens MP, Dekker JHM, Prins APA, Dekker J. The
relationship of disease duration to foot function, pain and disability in
rheumatoid arthritis patients with foot complaints. Clin Exp Rheumatol.
2007;25(2):275–80.
21. Meyring S, Diehl RR, Milani TL, Hennig EM, Berlit P. Dynamic plantar
pressure distribution measurements in hemiparetic patients. Clin Biomech.
1997;12(1):60–5.
22. Feys H, De Weerdt W, Verlinden B, Nieuwboer A, Peeraer L, Verbeke G, et al.
A comparison between stroke patients and age-and sex-matched control
subjects. Physiotherapy. 2000;1:37–8.
23. Forghany S, Nester CJ, Tyson SF, Preece S, Jones RK. Plantar pressure
distribution in people with stroke and association with functional
consequences. Physiotherapy. 2015;101:e399–400 Available from:
http://jrsr.sums.ac.ir/article_44896.html [cited 2020 15 May].
24. Giacomozzi C. Hardware performance assessment recommendations and
tools for baropodometric sensor systemsNo title. Ann Ist Super Sanità. 2012;
46(2):158–67.
25. Mental Capacity Act 2005 [Internet]. Available from: http://www.legislation.
gov.uk/ukpga/2005/9/contents [cited 2020 17 May].
26. Holden MK, Gill KM, Magliozzi MR, Nathan N. Pieh;-baker L. clinical gait
assessment in the neurologically impaired: reliability and meaningfulness.
Phys Ther. 1984;64(1):35–40.
27. Inc T. TekScan™ HR mat user manual. Boston: Massachusetts; 2012.
28. Bus SA, De Lange A. A comparison of the 1-step, 2-step, and 3-step
protocols for obtaining barefoot plantar pressure data in the diabetic
neuropathic foot. Clin Biomech. 2005 Nov;20(9):892–9.
29. McPoil TG, Cornwall MW, Dupuis L, Cornwell M. Variability of plantar
pressure data: A comparison of the two-step and midgait methods. Vol. 89.
J Am Podiatr Med Assoc. 1999:495–501.
30. Bryant A, Singer K, Tinley P. Comparison of the reliability of plantar pressure
measurements using the two-step and Midgait methods of data collection.
Foot Ankle Int. 1999;20(10):646–50.
31. Portney LG, Watkins M. Foundations of clinical research. NJ: Prentice Hall,
Inc; 2009.
32. Kottner J, Audigé L, Brorson S, Donner A, Gajewski BJ, Hróbjartsson A, et al.
Guidelines for reporting reliability and agreement studies (GRRAS) were
proposed. J Clin Epidemiol. 2011;64(1):96–106.
33. Rosenbaum D, Becker HP. Plantar pressure distribution measurements.
Technical background and clinical applications. Foot Ankle Surg. 1997;3(1):
1–14 Available from: https://linkinghub.elsevier.com/retrieve/pii/S12687731
97800094 [cited 2020 15 May].
34. Cumming TB, Packer M, Kramer SF, English C. The prevalence of fatigue
after stroke: A systematic review and meta-analysis. Vol. 11. Int J Stroke.
SAGE Publications Inc.; 2016. p. 968–977.
35. Zammit GV, Menz HB, Munteanu SE. Reliability of the TekScan MatScan®system
for the measurement of plantar forces and pressures during barefoot level
walking in healthy adults. J Foot Ankle Res. 2010;3(1):11.
36. Gurney JK, Kersting UG, Rosenbaum D. Between-day reliability of repeated
plantar pressure distribution measurements in a normal population. Gait
Posture. 2008;27(4):706–9.
37. Yelnik AP, Colle FM, Bonan IV, Lamotte DR. Disabling overactivity of the
extensor hallucis longus after stroke: clinical expression and efficacy of
botulinum toxin type a. Arch Phys Med Rehabil. 2003;84(1):147–9.
Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional affiliations.
Rogers et al. Journal of Foot and Ankle Research           (2020) 13:39 Page 7 of 7
